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Introduction
Intensity modulated radiation therapy (IMRT) and volumetric modulated arc therapy (VMAT) can deliver prescription doses to target volumes while minimizing doses to radiosensitive organs at risk (OARs) located near the target volumes [1, 2] . By virtue of this capability, IMRT and VMAT can achieve superior tumor control while at the same time reducing radiotherapy-associated complications. To apply IMRT and VMAT in the clinical setting, careful verification of a treatment plan by measuring the delivered dose distribution is essential before proceeding to treating patients, because the inverse planning procedures of IMRT and VMAT are not intuitive [3, 4] . In addition, IMRT and VMAT are more susceptible to errors because those techniques generally generate steep dose gradients near the target volumes [3, 4] . In this respect, pre-treatment patient-specific quality assurance (QA) for both IMRT and VMAT is highly recommended and routinely performed in the clinical setting [3, 4] . Pre-treatment QA typically involves the measurement of a planar dose map of some kind, followed by twodimensional (2D) gamma evaluation [5] .
Recently, several studies questioned the clinical relevance of 2D gamma passing rates [6] [7] [8] . Nelms et al. showed that 2D gamma passing rates are not correlated with clinically relevant dose-volumetric parameters for IMRT with intentionally introduced delivery errors [7] . Park et al. also demonstrated that 2D gamma evaluation likely does not provide sufficient information for detecting small delivery errors in VMAT [8] . Kim et al. demonstrated that no correlations were observed between the 2D and quasi three-dimensional (3D) gamma passing rates, for both IMRT and VMAT [6] . Therefore, there is a need to develop novel verification methods for both IMRT and VMAT in the clinical setting, for generating more information on the delivered dose distributions, such as those in the 3D gamma evaluation.
To measure 3D dose distributions directly, various 3D gels have been developed and tested [9] [10] [11] [12] [13] [14] [15] [16] [17] [18] . Adamovics and Maryanski developed the PRESAGE TM dosimeter (Heuris Inc., Skillman, NJ), which is a clear polyurethane plastic doped with leuco dyes, i.e., radiochromic components [9] . When a PRESAGE dosimeter is irradiated, radiolytic oxidation of leuco dyes takes place, inducing a color change [9] . The color change of the PRESAGE dosimeter following its exposure to ionizing radiation can be quantified by measuring changes in the optical density (OD) using optical computed tomography (CT) [10] . Several studies reported the dosimetric characteristics of PRESAGE dosimeters [12, 19, 20] . Although PRESAGE dosimeters have some advantages, such as rigidity, machinability, and robustness to the environment (except UV irradiation), one important disadvantage is that this dosimeter is disposable. To overcome this disadvantage, PRESAGE REU1 (Heuris Inc., Skillman, NJ) was developed and recently introduced in the clinical setting [14] . Similar to PRESAGE, PRESAGE REU changes its color when exposed to ionizing radiation. However, the color change after irradiation is fading at room temperature with the PRESAGE REU dosimeter eventually relaxing to its original state. , and the results were used for pretreatment patient-specific QA [11] . In this study we investigated the dosimetric characteristics of PRESAGE REU . We investigated the behavior of PRESAGE REU on multiple re-irradiations, by analyzing the linearity and sensitivity of OD curves and by analyzing the dose-rate dependency and temperature dependency of this dosimeter.
Materials and methods

Irradiation of PRESAGE REU
We investigate the dosimetric characteristics of commercially available PRESAGE REU that was poured into a standard spectrometer cuvette with the dimensions of 10 mm × 10 mm × 45 mm (Heuris Inc., Skillman, NJ). During the whole period of experiment, all the cuvettes were kept in a light shielding case in order to avoid UV exposure since the UV radiation is known to be efficient in causing a color change of the PRESAGE REU [21] . A custom-made mold phantom, made of acrylic, was fabricated to insert cuvettes for delivering a uniform dose to a total of 3 cuvettes at a time. The phantom dimensions were 10 cm × 10 cm × 14 cm. Three cuvettes could be located at the center of the phantom, i.e., the center of each cuvette was located at the depth of 7 cm into the phantom. In addition, we designed a cuvette holder as another custommade device for reproducible fixation of the cuvettes during scanning with optical CT (Vista TM Optical CT Scanner, Modus Medical Devices Inc., Ontario, Canada). These custommade devices are shown in Fig 1 .
Three cuvettes were inserted into the mold phantom, and CT images were acquired using a Brilliance CT Big Bore TM (Phillips, Cleveland, OH), with the imaging slice thickness of 1 mm. For a reproducible fixation of cuvettes during scanning with optical CT, we made a custommade holder with acrylic body. In the holder, there were four screws for fixing a cuvette. For irradiating the three cuvettes by given uniform doses, a mold phantom made of acrylic was fabricated. The dimensions of the phantom were 10 cm × 10 cm × 14 cm, and the cuvettes were located at the center, with inter-cuvette separation of 0.5 cm. The centers of the cuvettes were located at the depth of 7 cm into the phantom.
Using these CT images, IMRT plans using two opposed bilateral beams, i.e., two fields with gantry angles of 90˚and 270˚, were generated to deliver uniform doses to all of the cuvettes at a time. The IMRT plans were generated with 10 MV photon beams in the flattening filter-free To investigate the effect of temperature on PRESAGE REU , we divided the PRESAGE REU cuvettes into two groups. The cuvettes in the first group were always at room temperature, which was~22˚C (the room temperature group, the RT group). On the other hand, the cuvettes in the second group were in a refrigerator that maintained the temperature at 10˚C (the low temperature group, the LT group). Temperature consistency was determined every 12 h for the PRESAGE REU cuvettes in both the RT and LT groups. Before the initial irradiation of the PRESAGE REU cuvettes, the cuvettes in the LT group were kept in the refrigerator for two days. During irradiation, the PRESAGE REU cuvettes were at room temperature in the treatment room. After the initial irradiation, the PRESAGE REU cuvettes were returned to the refrigerator. For scanning the PRESAGE REU cuvettes in the LT group with optical CT to determine OD changes (ΔOD) induced by irradiation, the cuvettes were taken out from the refrigerator to the room temperature environment. Immediately after scanning, the cuvettes were returned to the refrigerator. After completing several scans with optical CT post irradiation, every cuvette in this study was maintained at room temperature for 7 days to ensure color relaxation before starting the next irradiation. Then, the cuvettes of the LT group were kept in the refrigerator for 2 days before the next irradiation. Before each irradiation and for each PRESA-GE REU dosimeter we checked the stability of OD. If the OD was stable, we proceeded to scan the PRESAGE REU dosimeter to obtain the background level for the next irradiation. Therefore, the cuvettes in the LT group were at room temperature only when irradiating, scanning with optical CT, and 7 days of relaxation before the next irradiation. For every irradiation, to examine the consistency of readings of the PRESAGE REU dosimeters on the same doses, a set of three cuvettes were irradiated at a time, as shown in Fig 2. Various doses were delivered to the sets of cuvettes in both groups; these doses were 1 Gy, 2 Gy, 4 Gy, 8 Gy, 12 Gy, 16 Gy, and 20 Gy, delivered at a nominal dose rate of 400 MU/min. We investigated the dosimetric characteristics of PRESAGE REU for doses up to 20 Gy, because such a large dose could be delivered at a single fraction in stereotactic ablative radiotherapy (SABR). For every irradiation, a set of non-irradiated cuvettes were as a control group for eliminating environmental effects.
To examine the dose-rate dependency, we additionally delivered doses of 1 Gy, 8 Gy, and 20 Gy, at a dose rate of 2400 MU/min, in the FFF mode, to the different sets of cuvettes. The behavior of PRESAGE REU irradiated at a high dose rate (nominal dose rate of 2400 MU/min, 351.1 ± 4.3 cGy/min) was compared to that of PRESAGE REU irradiated at a low dose rate (nominal dose rate of 400 MU/min, 109.0 ± 0.2 cGy/min).
To investigate the reusability of PRESAGE REU , we re-irradiated the cuvettes additional three times by delivering the same doses as those delivered in the initial irradiations. Therefore, each PRESAGE REU cuvette was irradiated four times, i.e., each was subject to 4 cycles of irradiation, and multiple scans were performed for both the RT and LT groups.
Reading of PRESAGE REU
After irradiation, OD changes were acquired using an optical CT scanner at 0.5 h, 2 h, 4 h, 6 h, 12 h, 24 h, 48 h, and 84 h following irradiation (8 scans for a single irradiation session). The optical CT scanner is designed to work with radiochromic dosimeters which have an absorption peak at 590 nm or 633 nm and we used a red light of a 633 nm wavelength for scanning. Before irradiation, all PRESAGE REU dosimeters were scanned to acquire background 3D OD distributions, i.e., background information. After the 3D OD distributions for the irradiated cuvettes were reconstructed, the previously acquired background 3D OD distributions were subtracted from the reconstructed 3D OD distributions to eliminate background signals and imaging artefacts. To match the index of refraction of PRESAGE REU in the aquarium of optical CT, we prepared a solution by mixing octyl salicylate with octyl methoxycinnamate, as recommended by the manufacturer (octyl salicylate:octyl methoxycinnamate = 0.908:0.092), and filled it into the aquarium during scanning. For scanning and 3D reconstruction of the project images, VistaScan TM and Vista 3-D Reconstruction TM programs (Modus Medical Devices Inc., Ontario, Canada) were used, respectively. The camera frame rate, the number of projections per scan, the projection angle increment, the image voxel size, the camera resolution and the camera shutter speed were 3.75 fps, 512, 0.703125˚, 0.5 mm, 640 × 480, and 0.025 s, respectively. The OD data for the reconstructed 3D images were acquired using the MicroView TM software (Parallax innovations, Ontario, Canada). The region of interest (ROI) at the center of a cuvette was defined as a 2 mm × 2 mm × 2 mm cube, and for each cuvette, we reported ODs averaged over all voxels in the ROI.
Results
The time-dependent decay of PRESAGE REU signals
The temporal decay characteristics of PRESAGE REU signals following irradiation are shown in 
Linearity of the OD curves
The R 2 values of the OD curves for the RT and LT groups are summarized in Table 1 . The linearity of the OD curves generally became worse as the reading time after irradiation (reading time) of PRESAGE REU increased, for both RT and LT groups.
For dosimeters in the RT group, R 2 was above 0.9 for the reading time less than 2 h. Among the OD curves for dosimeters in the RT group, the OD curve obtained at 0.5 h after the 2 nd irradiation was the most linear (R 2 = 0.994).
For dosimeters in the LT group, R 2 was above 0.92 for the reading time less than 2 h. The OD curve obtained at 0.5 h after the 4 th irradiation was the most linear (R 2 = 0.992).
Sensitivity of the OD curves
The values of slopes of each OD curve, which indicate the dosimetric sensitivity of PRESA-GE REU , are listed in Table 2 for both the RT and LT groups. The maximal sensitivities were observed for the OD curves obtained at 0.5 h after the initial irradiation, for both the RT and LT groups (0.090 ΔOD/Gy for the RT group and 0.082 ΔOD/Gy for the LT group). With increasing the reading time, the sensitivities of the OD curves generally decreased, for both the RT and LT groups. In the case of the RT group, the sensitivity decreased as the reading time increased, for measurements performed following the 1 st and 2 nd irradiations. However, the sensitivity did not change with the reading time for measurements performed following the 3 rd and 4 th irradiations. In these cases, the sensitivity was always low, remaining at nearly 33% of the maximal sensitivity (0.03 ΔOD/Gy). For the OD curves obtained following the 1 st irradiation, if the reading time was less than or equal to 6 h, the sensitivity was above 45% of the maximal sensitivity, i.e., higher than 0.045 ΔOD/Gy. For the OD curves obtained following the 2 nd irradiation, the sensitivity was below 0.013 ΔOD/Gy, except the sensitivity of the OD curve at the reading time of 0.5 h, which was 0.046 ΔOD/Gy. In the case of the LT group, the sensitivity decreased as the reading time increased, regardless of the irradiation history. The sensitivities of the OD curves acquired at 0.5 h after irradiation were always above 50% of the maximal sensitivity, 0.041 ΔOD/Gy, regardless of the irradiation history. For the OD curves obtained after the 1 st irradiation, for the reading time less than or equal to 6 h, the sensitivity was above 50% of the maximal sensitivity, i.e., above 0.041 ΔOD/Gy.
Deviations across individual PRESAGE REU dosimeters irradiated by identical doses
When irradiating the PRESAGE REU dosimeters, three cuvettes were irradiated at a time by the same dose. Percentage deviations of individual readings across these three PRESAGE REU cuvettes, with respect to the average reading over these three PRESAGE REU cuvettes are averaged over 1 Gy to 20 Gy for each reading time and listed in Table 3 . For dosimeters in the RT group, the average percent deviations were under 5% at 0.5 h after the 1 st and 2 nd irradiations (4.5% ± 5.7% for the 1 st irradiation and 4.2% ± 2.9% for the 2 nd irradiation). For readings at 0.5 h after the 3 rd and 4 th irradiations, the average percent deviations were above 10%. In general, percent deviation increased with increasing the reading time after irradiation. For reading times larger than or equal to 2 h, percent deviation was in general above 10%. For dosimeters in the LT group, the average percent deviations were under 6% at 0.5 h after the 3 rd and 4 th irradiations (5.3 ± 4.4% for the 3 rd irradiation and 5.7% ± 3.1% for the 4 th irradiation). For readings at 0.5 h after the 1 st and 2 nd irradiations, the average percent deviations 
Dose rate dependence
The OD curves for irradiation with the same dose but delivered at different dose rates (400 MU/min vs. 2400 MU/min) are shown in In the case of the RT group, no considerable differences between the OD curves generated for irradiating at low and high dose rates were observed at 0.5 h after irradiation, regardless of the irradiation history. However, for measurements with longer reading times following irradiation, noticeable differences between OD curves were observed across low and high dose-rate irradiations. In the case of the LT group, no considerable differences between the OD curves generated for irradiating at low and high dose rates were observed for measurements performed less than 6 h following irradiation, regardless of the irradiation history. Similar to the RT group, for measurements with longer reading times following irradiation, noticeable differences between OD curves were observed across low and high dose-rate irradiations. Dependence of OD curves on repeated usage of PRESAGE
REU
The changes in the OD curves incurred by repeated usage, for measurements performed at 0.5 h and 2 h after irradiation are shown in Fig 7. For the RT group, for the reading time of 0.5 h, the sensitivity of the OD curves decreased with increasing the number of irradiations. However, for the reading times of 2, 4, and 6 h, the sensitivity associated with the 1 st irradiation was the largest while that associated with the 2 nd irradiation was the smallest. The sensitivity associated with the 3 rd irradiation increased compared with that associated with the 2 nd irradiation, and the sensitivity associated with the 4 th irradiation increased compared with that associated with the 3 rd irradiation. For the same reading time, the OD curves differed, depending on the irradiation history. For the LT group, for the reading time of 0.5 h, the sensitivity of the OD curves associated with the 1 st irradiation was the largest. The OD curve sensitivity associated with the 2 nd irradiation decreased compared with that associated with the 1 st irradiation, and the sensitivity associated with the 3 rd irradiation decreased compared with that associated with the 2 nd irradiation. However, the sensitivity associated with the 4 th irradiation increased compared with those associated with the 2 nd and 3 rd irradiations. For the reading times of 2, 4, and 6 h, the sensitivity associated with the 1 st irradiation was the largest while that associated with the 2 nd irradiation was the smallest, similar to the results for the RT group. The sensitivity associated with the 3 rd irradiation increased compared with that associated with the 2 nd irradiation; however, those were almost the same, differently from the results for the RT group. The sensitivity , for measurements performed at 0.5 h and 2 h after irradiation. The sensitivity to the initial irradiation was higher than that to the repeat irradiation, for both the RT and LT groups.
https://doi.org/10.1371/journal.pone.0180970.g007 associated with the 4 th irradiation increased more, compared with that associated with the 3 rd irradiation. Qualitatively, the dependence of the OD curves on the number of irradiations was similar for the LT and RT groups. However, the differences between the OD curves associated with the 2 nd and 3 rd irradiations were much smaller for the LT group compared with the RT group.
Discussion
In this study, we investigated dosimetric characteristics of the reusable 3D radiochromic dosimetry material, PRESAGE REU . We investigated the effects of the number of reuses, the measurement time post-irradiation, the temperature, and the dose rate, on the linearity and sensitivity associated with PRESAGE REU . For the RT group, the temporal decay of the dosimeter signal following the initial irradiation was regular; however, the decay patterns following re-irradiations were irregular. owing to the large deviation across dosimeters in response to the same dose, and owing to low R 2 of the obtained OD curves. Therefore, at room temperature, the reuse of PRESAGE REU seems limited, and in the present study, reliable responses were observed for up to two reuses. For both the RT and LT groups, no noticeable differences were observed between the OD curves generated with the low dose rate (400 MU/min) and those generated with the high dose rate (2400 MU/min), when the reading time was 0.5 h. However, considerable differences short reading times and the reading times must be consistent. Accurate PRESAGE REU -based dosimetry should be performed with care.
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